Abstract: Hydroxyapatite Ca 10 (PO 4 ) 6( OH) 2 (HAp) and calcium phosphate ceramic materials and coatings are widely used in medicine and dentistry because of their ability to enhance the tissue response to implant surfaces and promote bone ingrowth and osseoconduction processes. The deposition conditions have a great influence on the structure and biofunctionality of calcium phosphate coatings. Corrosion processes and poor adhesion to substrate material reduce the lifetime of implants with calcium phosphate coatings. The research has focused on the development of advanced methods to deposit double-layered ceramic oxide/calcium phosphate coatings by a hybrid technique of magnetron sputtering and thermal methods. The thermal method can promote the crystallization and the formation of HAp coatings on titanium alloy Ti6Al4V substrates at low temperature, based on the principle that the solubility of HAp in aqueous solutions decreases with increasing substrate temperature. By this method, hydroxyapatite directly coated the substrate without precipitation in the initial solution. Using a thermal substrate method, calcium phosphate coatings were prepared at substrate temperatures of 100-105 o C. The coated metallic implant surfaces with ceramic bond coats and calcium phosphate layers combine the excellent mechanical properties of metals with the chemical stability of ceramic materials. The corrosion test results show that the ceramic oxide (alumina) coatings and the double-layered alumina-calcium phosphate coatings improve the corrosion resistance compared with uncoated Ti6Al4V and single-layered Ti6Al4V/calcium phosphate substrates. In addition, the double-layered alumina/hydroxyapatite coatings demonstrate the best biocompatibility during in vitro tests.
INTRODUCTION
In recent years, there was a huge development in biomaterials for repair and reconstruction of different defects of human bone. Metal prostheses with coatings deposited by various physical and chemical methods are widely used in medicine. Most promising are coatings with bioactive properties that have the tendency to be gradually resorbed in the human body and substituted by bone tissue. Calcium phosphate, in particular hydroxyapatite (HAp) films and coatings are of special interest due to their superior osseoconductivity. Hydroxyapatite-coated components of modern prosthetic implants show a great potential for application in orthopedic and dental areas [1, 2] . A variety of techniques were developed to deposit calcium phosphate coatings on metal substrates, including thermal spraying *Address correspondence to the author at the National Science Centre Kharkov Institute of Physics and Technology", Kharkov, Ukraine; Tel/Fax: +38(057) 335 39 05; Email: zykova.anya@gmail.com [3] [4] [5] , electrophoretic deposition [6, 7] , magnetron sputtering [8] , sol-gel deposition [9] , and biomimetic methods [10] .The main research effort is focusing on developing low cost and low temperature processes. Some effective methods such as magnetron sputtering, dip coating, and electrophoretic deposition form dense and adherent but amorphous or low crystalline coatings. Among other techniques, plasma spraying is most popular due to its high deposition rate and productivity. Another popular method to deposit HAp coatings with fine crystalline structure, uniform coating composition, and thickness is synthesis from aqueous solutions at elevated temperature ("thermal" method) [11] [12] [13] [14] .
The major factors affecting the implant fixation and its long-term stability are coating biodegradation and bone ingrowth processes. Deposited coatings as usual present a mixture of crystalline stoichiometric hydroxyapatite and additional phases, such as oxyhydroxyapatite, calciumdeficient hydroxyapatite, calcium oxide, α-and β-tricalcium phosphate, and tetracalcium phosphate. All these additional phases are much easier to dissolve than crystalline HAp. The major biomedical properties (such as bioactivity, bioresorbability, osteoconductivity and osteoinductivity) of the multiphasic and polyphasic compositions might be adjusted by changing the ratio among the calcium orthophosphate phases. A balance of more stable calcium phosphate phases and more soluble calcium orthophosphate phases determines the main idea of the multiphasic concept. In vivo bioresorbability of HAp can be adjusted through the phase composition. As-sprayed HAp coatings are not stable enough to be applied clinically. A post-depositional treatment is frequently used to transform these fast degradable phases into crystalline HAp.
Highly crystalline HAp coatings with homogeneous composition are preferable to prevent thickness reduction during in vivo dissolution [15] [16] [17] [18] [19] . However, the insufficient purity and uniformity of HAp coatings, their low crystallinity, and poor adhesion to the substrate material reduce the lifetime of implants coated with HAp. In addition, corrosion is one of the major processes that cause problems when metals and alloys are being used as implants in the body [20] . Corrosion of implants in the aqueous medium of body fluids takes place via electrochemical reactions [21] . The body fluid environment may well decrease the fatigue strength of the metal implant and enhance the release of iron, chromium, nickel, or titanium ions that are known to be powerful allergens and carcinogens. The presence of titanium compounds in the tissue surrounding these implants and subsequent failure of implants due to fatigue, stress corrosion cracking, and poor wear resistance have been reported [22, 23] . Release of metal ions into the tissues adjacent to the implants results in accumulation of harmful products in tissue and internal organs of living organisms [24, 25] .
A major drawback of HAp coatings is that in some cases delamination of the coatings from the substrate material occurs due to poor bond strength and chemical stability. Titania and zirconia ceramic coatings were used as bond coats to improve the adhesion of HAp coatings to metal substrates [26] [27] [28] . Ceramic materials and coatings such as alumina (Al 2 O 3 ), partially stabilized zirconia (YSZ), and titania (TiO 2 ) possess high wear resistance, mechanical strength, and good biocompatibility [29] [30] [31] . The metallic implant surfaces coated with ceramic bond coats and hydroxyapatite layers combine the excellent mechanical properties of metals with chemical stability of ceramic materials and osseointegration ability of HAp.
The analyses of structure, composition, mechanical and corrosion properties, and biocompatibility of titanium alloys with single-layer HAp coatings and double-layered aluminum oxide/HAp coatings deposited by magnetron sputtering and thermal deposition methods are of great interest for biomedical application. In vitro tests of cytotoxicity and cell viability on materials and coated surfaces are the basic tools to determine the material surface/tissue response on a cellular level.
MATERIALS AND METHODS
The substrates for coating deposition consisted of standard titanium alloy (Ti6Al4V) ultrasonically cleaned in acetone, 96% ethanol, distilled water, and subsequently dried in a drying oven. Alumina coatings were deposited in a high vacuum pumping system with a base pressure of about 10 -2 Pa by ion source-assisted magnetron sputtering. A pure aluminum target was used. The distance to substrate was about 30 cm. Power to the sputtered cathode was applied using 10 kW DC power supply operated either in current or voltage regulation mode. The magnetron system was equipped by a coil of the magnetic field, permanent magnet, RF generator and inductive coil. Argon was used as the sputtering gas. Oxygen for the reactive deposition was delivered through the ICP plasma source. Flows for both argon and oxygen were regulated using mass flow controllers operated by twochannel process control unit.The magnetron discharge power was between 1 and 4 kW, the power of the activated oxygen source was up to 1 kW, and the coating deposition rate was 8 μm/hour [31, 32] .
The sputtering process was performed in a regime far from the target passivation mode to obtain ceramic coatings with oxide stoichiometric composition. In addition, such deposition conditions allow avoiding micro-arcing and micro-drop formation thus increasing the corrosion resistance properties. The optimum conditions were realized for the upper part of the current-voltage curves of magnetron discharge in argon with oxygen ( Fig. 1) .
The main feature of the thermal method used to form calcium phosphate and hydroxyapatite coatings is the thermal activation near the substrate immersed in aqueous solutions containing HAp-forming components. The solubility of HAp in aqueous solutions decreases with increasing temperature and the relationship between the solubility Ks (mol•dm −3 ) 9 and temperature T (K) is given by the equation [33] . The experimental set-up (Fig. 2) was previously described in detail in Ref. [34] .
Fig. (2).
The experimental setup used for producing calcium phosphate coatings by the thermal deposition method [34] .
The HAp coatings were deposited on Ti6Al4V and Ti6Al4V/Al2O3 substrates by the thermal method from aqueous solution.
The substrates were fixed by copper electrodes and immersed in 6 mmol/l NaH 2 PO 4 and 10 mmol/l CaCl 2 solutions with a molar ratio Са/Р = 1.67. The tested samples were heated to set-point temperature interval (100-105°С) by variation of current values near 10 А. A copper-constantan thermoelectric couple controlled the substrate temperature. A magnetic stirrer was used to maintain a uniform temperature distribution in the primary solution volume. The substrate temperature was around 100-105 °С and deposition lasted for 2 hours according to previous results of X-ray diffraction and X-ray microanalysis of uniform base phase formation with Ca/P ratio close to that of hydroxyapatite [12] . The рН = 6.5 of the reactant solution was adjusted by adding sodium hydroxide.
The chemical reaction for HAp coatings formation is:
The surface morphology of coatings produced by magnetron sputtering surface pretreatment were examined by scanning electron microscopy (SEM). These investigations were carried out in combination with X-ray emission spectroscopy using the REMMA-102 device (SELMI, Ukraine). The surface chemical composition was determined with an energy-dispersive X-ray (JSC SELMI) Si(Li) detector equipped with a beryllium window. The power resolution of the energy-dispersive spectrometer (EDS) used was 200eV, the probe current was about 3 nA, and the accelerating voltage of the electronic probe was 20 kV. The spectrum acquisition time at each point was about 200 seconds. The analytical signal of the characteristic X-ray emission was integrated by scanning a 50 x 50 m 2 area of the samples. SEM acquired micrographs of surfaces with single-and double-layered coatings with different magnifications in conjunction with EDS.
The adhesion, hardness and Young"s elastic moduli of the coatings were measured by standard methods using a Revetest (CSM Instruments) with a Rockwell indenter with a tip radius 200 µm, within the load range of 200N [31] . Coating thicknesses were measured with a Calotest Calowear tester (CSM Instruments).
The corrosion parameters of single-and double-layered coatings were determined using a potentiostat Parstat 2263 (Ametek, USA). Anodic polarization was measured by a potentiodynamic method in the potential range between -1.0V and +2.0V with a scanning rate of 1mV/s in SBF solution. The composition of the SBF in g/l was NaCl 8.035, NaHCO Cell viability and cytotoxicity were estimated in vitro tests by standard protocols. The cell cytology, morphology, and vital activity were determined by optical microscopy on cultivated substrates after 24 h, and 3 and 5 days cultivation. Rat hypodermic cellular tissue was extracted to obtain an initial fibroblast culture. The suspension of extracted cells was centrifuged at 750 r.p.m. for 15min. The cell density was 3x10 5 cells/ml. The seeded area was 0.5 cm
2
. The fibroblasts were cultivated as a monolayer in 3 ml of Dulbecco Modified Eagle"s Medium (DMEM, Sigma) at thermostat condition (37°C) for 5 days. The cells were stained by hematoxylin and eosin for further characterization of structural organization of cultured cells on coated and uncoated substrates. Cell structure and morphology were analyzed by optical microscopy (Micros-50). The experiments were run in triplicate. Cell viability was tested on Ti6Al4V, Ti6Al4V/Al 2 O 3 , Ti6Al4V/HAp and Ti6Al4V/ Al 2 O 3 /HAp substrates.
Qualitative and quantitative analyses were made. The number of detached cells was determined by quantitative assessment. Statistical processing of experimental results using the software package with a preliminary estimation of the normal distribution was conducted. Statistically significant differences were determined at a significance level P ˂ 0.05.
RESULTS AND DISCUSSION
Photoelectron spectroscopy and X-ray diffraction analyses of the structure and composition of Al 2 O 3 oxide coatings deposited by ion source-activated magnetron sputtering were previously reported [35] . The coatings have a dense and uniform amorphous structure with strong stoichiometric oxide composition. SEM and EDS analyses of alumina coatings deposited on Ti6Al4V substrates are shown in Fig. (3) . Fig. (4) shows SEM micrographs of calcium phosphate coatings deposited by the thermal method on Ti6Al4V substrates. Fig. (5) presents EDS analysis data that demonstrate the formation of calcium phosphate compounds. The results of the elemental analyses of selected points are shown in Table 1 . The EDS data show a low Ca/P ratio, which is result of calcium-deficient surface. An explanation of the deviation of the Ca/P ratio from the stoichiometric value of hydroxyapatite may be found in the fact that formation of octacalcium phosphate (OCP) with a Ca/P ratio of 1.33 often occurs as a transient precursor/intermediate during precipitation of thermodynamically more stable HAp and biological apatites, as OCP nucleates and grows more easily than HAp. In addition, the surface layer may have a composition different from that of the bulk material. A difference in the surface and bulk stoichiometric ratios was also observed in Refs. [36, 37] . The results of the EDS analyses of calcium phosphate coatings deposited by the thermal method on Ti6Al4V/Al 2 O 3 substrates are shown in Fig. (6) indicating the formation of calcium phosphate structures. An SEM micrograph with specific points selected for elemental microanalysis is shown in Fig. (6) , center panel. The results of elemental analysis of the selected points are presented in Table 2 . The EDS data show Ca/P ratios close to those of stoichiometric hydroxyapatite. The calcium phosphate coatings deposited on Ti6Al4V substrates demonstrate a higher titanium content (Fig. 5) in comparison with HAp coatings on Ti6Al4V/Al 2 O 3 substrates (Fig. 6) . Fig. (4) . SEM micrographs of calcium phosphate coatings deposited by the thermal method on a Ti6Al4Vsubstrate at different magnifications. The mechanical characteristics of single-layer HAp coatings and double-layered ceramic aluminum oxide/ hydroxyapatite coatings deposited on Ti6Al4V substrates are presented in Table 3 . The results demonstrate that corrosion resistance and mechanical parameters increase in the case of double-layered aluminum oxide /hydroxyapatite ceramic coatings.
The aluminum oxide-coated substrates show improved corrosion resistance compared to uncoated substrates. The surfaces with single-layer alumina and double-layered Table 3) .
Cell cytotoxicity was estimated by in vitro tests. After 3 days immersion in DMEM culture medium fibroblast cells were well spread on all substrates. The cell structural organization corresponded to that of the initial fibroblast. After 5 days cultivation the density of cell increased for all samples. The majority of cells were ripe fibroblasts with strongly expressed phenotype, but meaningful differences in cell viability on substrate surfaces were not observed. However, a maximum number of detached cells were observed on uncoated titanium substrates after cultivation for 3 and 5 days (Fig. 8) .
Cell morphology was observed by optical microscopy (Fig. 9) . The cell profiles are well defined, with a great cytoplasm volume, large basophilic nuclei, hypochromic chromatin. Many cells are in different mitosis stages:
prophase, metaphase, anaphase and telophase. Significant morphological differences in the cell structure, mitosis and destruction functions for samples Ti6Al4V/Al 2 O 3 , Ti4Al6V /HAp and Ti6Al4V/Al 2 O 3 /HAp in comparison with control ones were not observed. The distinction in the morphological structure of cell on the Ti6Al4V substrates was the formation of clusters of naked-nuclear cells. The presence of these cell types may be a signal of negative response of cell culture on the tested materials.The best biological response parameters (total cell number, viability and cell morphology) were obtained in the case of Ti6Al4V/Al 2 O 3 and Ti6Al4V/Al 2 O 3 / HAp substrates in comparison with uncoated Ti6Al4V substrates. The Ti6Al4V surfaces coated with a doublelayered aluminum oxide/hydroxyapatite coating demonstrate the best biocompatibility during in vitro tests.
CONCLUSION
A method was developed to deposit double-layered aluminum oxide/hydroxyapatite coatings by a hybrid technique involving magnetron sputtering and thermal deposition. The microhardness of aluminum oxide single- Fig. (7) . Anodic polarization curves: 1-Ti6Al4V/Al 2 O 3 , 2-Ti6Al4V/Al 2 O 3 /HAp, 3-Ti6Al4V, 4-Ti6Al4V/HAp samples in SBF solution. Fig. (8) . Number of cells/cm 2 on the surface of Ti6Al4V substrates with single-and double-layered coatings: total cell number (1) and detached cell number (2) after 3 days cultivation, total cell number (3) and detached cell number (4) after 5 days cultivation; statistically significant differences were determined at a significance level P < 0.05. Fig. (9) . Micrographs of fibroblastic cells on the surface after 5 days cultivation during in vitro tests. Left: double-layered alumina/calciumphosphate coating on a Ti6Al4V substrate. Right: area with separated cells and naked-nuclear cells on an uncoated Ti6Al4V substrate. Staining with hematoxylin and eosin, magnification ×400. and double-layered coatings deposited on Ti6Al4V substrates increased significantly. The aluminum oxidecoated substrates demonstrated improved corrosion resistance compared to uncoated titanium substrates. The best corrosion resistance in SBF solutions was found for single-layered alumina-coated Ti6Al4V/Al 2 O 3 and Ti6Al4V/Al 2 O 3 /HAp double layer-coated materials. In conclusion, double-layered coatings with a calcium phosphate top layer over a protective aluminum oxide inner layer preventing ion diffusion were found to improve the mechanical properties as well as the biocompatibility during in vitro tests. Searching for new methods of surface modification and sputtering of inner layers with various chemical compositions should improve homogeneity and density of a calcium phosphate top layer formed by the thermal method.
